
Qualification Certificate
This is to certify that the product mentioned above, provided by

Atlas Copco Airpower n.v.
Wilrijk, Belgium

has been awarded a Fraunhofer certificate TESTED DEVICE 
bearing the report number AT 1310-673.

Result Classification

No PWIS detectable PWIS-free air

The compressed air from the analyzed compressor ZT 90 VSD-FF 
can be classified as PWIS-free air. The examined air from the air 
compressor did not contain any detectable PWIS even under 
microscopic inspection.

Project manager
i. A.

The validity of this certificate 

applies only to the mentioned 

product in this particular 

condition for a duration of 

5 years.

 

Further information:

www.tested-device.com

Detailed information and parameters of the test environment can 
be found in the Fraunhofer IPA test report.

Stuttgart, March 20, 2014D
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