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Qualification Certificate
This is to certify that the product mentioned above, provided by

SHIELD Scientific BV
Bennekom, The Netherlands

has been awarded a Fraunhofer certificate TESTED DEVICE 
bearing the report number SH 1402-694.

For SHIELDskin Xtreme Eco Nitrile 300 DI+ the extractable organic 
matter per glove was investigated according IEST-RP-CC005.3. 
The organic analysis by ATD-GC / MS showed no detectable 
extractable organic matter. The following quantified result could 
be obtained:

Extractable organic matter per glove: < 5 µg / unit

This result is based on the lower detection limit (LDL) of the me-
thod with 5 µg absolute mass per tested glove. 

The validity of this certificate 

applies only to the mentioned 

product in this particular 

condition for a duration of 

5 years.

 

Further information:

www.tested-device.com

Project manager
i. A.

Detailed information and parameters of the test environment can 
be found in the Fraunhofer IPA test report.

Stuttgart, March 12, 2014


