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This document only  
applies to the named  
product in its original state 
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The document can be   
verified under 
www.tested-device.com.
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environment can be found 
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Stuttgart, January 15, 2025PF 2407-1539

Pfennig Reinigungstechnik GmbH
Durach, Germany

has been awarded a Fraunhofer certificate TESTED DEVICE 
bearing the report number PF 2407-1539.

The dosing system MopScoop GMP can be cleaned very well using 
a simple wiping procedure with ultra-pure water. The fluorescence 
test identified some critical areas. These areas require particularly 
thorough cleaning or a more elaborate procedure, such as the dis-
assembly of certain parts before cleaning.

System component Assessment of cleanability

Dosing system MopScoop 
GMP 

very good

Cover red good

Tub good
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